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CASE NARRATIVE 

 
 
Dewberry 
Project Name: Connecticut Superfund Site 
Project # N/A 
Chemtech Project # Z4923 
  
A. Number of Samples and Date of Receipt: 
17 Solid samples were received on 10/9/08. 
5 Water samples were received on 10/9/08. 
 
B. Parameters  
According to the Chain of Custody document, the following analyses were requested: 
Cyanide, Mercury, PCB Group1, PESTICIDE Group1, SVOCMS Group1, TAL ICP 
Metals, TAL Metals, and VOCMS Group1. This data package contains results for 
PESTICIDE Group1. 
 
C. Analytical Techniques: 
The analyses were performed on instrument GCECD 7. The front column is ZB-MR2 
which is 30 meters, 0.32 mm ID, 0.25 um df, Catalog # 111391. The rear column is 
ZBMR1 which is 30 meters, 0.32 mm ID, 0.5 um df, Catalog # 11324. 
The analysis of PESTICIDE Group1. was based on method SOM01.2 .  
 
D. QA/ QC Samples: 
The Holding Times were met for all analysis. 
The Surrogate recoveries met the acceptable criteria except for AOC4-1A[0.0-0.5] and 
AOC4-2A[0.0-0.5]DL.  
Because  of high dilution for sample # 3  surrogate is very low. 
The Retention Times were acceptable for all samples. 
The MS recoveries met the requirements for all compounds except for Endrin and 4,4-
DDT. 
The MSD recoveries met the acceptable requirements except for 4,4-DDT and Endrin.  
The RPD recoveries met criteria except for 4,4-DDT and Endrin.  
MS/MSD is failing  because of matrix interference.  
The Blank Spike met requirements for all samples.  
The Blank analysis did not indicate the presence of lab contamination.  
Samples AOC4-1B[4.5-5.0] and AOC4-2A[0.0-0.5) were diluted due to high 
concentrations.  
 
E. Additional Comments: 
Delta-BHC and Endrin-ketone showed high recoveries in INDBCS3BP70014  but it is 
not present  in the sample. 
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I certify that the data package is in compliance with the terms and conditions of the 
contract, both technically and for completeness, for other than the conditions detailed 
above. The laboratory manager or his designee, as verified by the following signature has 
authorized release of the data contained in this hard copy data package. 
 
 
Signature__________________________  
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Z4923

Connecticut Superfund Site

Dewberry

Order ID : 

Project ID : 

Customer Name : 

Lab Sample Number Customer Sample Number

284 Sheffield Street, Mountainside, New Jersey 07092 Phone : 908 789 8900 Fax : 908 789 8922

Cover Page

Z4923-01 AOC4-1A[0.0-0.5]

Z4923-02 AOC4-1B[4.5-5.0]

Z4923-03 AOC4-2A[0.0-0.5]

Z4923-04 AOC4-2B[4.5-5.0]

Z4923-05 AOC4-3A[0.0-0.5]

Z4923-06 AOC4-3B[4.5-5.0]

Z4923-07 AOC3-2A[0.0-0.5]

Z4923-08 AOC3-2B[4.0-4.5]

Z4923-09 AOC3-3A[0.0-0.5]

Z4923-10 AOC3-3B[4.0-4.5]

Z4923-11 BACK1A

Z4923-12 BACK1B

Z4923-13 BACK2A

Z4923-14 BACK2B

Z4923-15 BACK3A

Z4923-16 BACK3B

Z4923-17 FB

Z4923-18 FB

Z4923-19 RB

Z4923-20 TRIPBLANK

Z4923-21 VHBLK

Z4923-22 VHBLK

NYDOH CERTIFICATION NO.11376 NJDEP CERTIFICATION NO.20012

Signature : 

I certify that the data package is in compliance with the terms and conditions of the contract,both technically and 

for completeness, for other than the conditions detailed above. Release of the data contained in this hard copy 

data package has been authorized by the laboratory manager or his designee, as verified by the following 

signature.
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QA Control # A3040283 

CHEMTECH     284 Sheffield Street  Mountainside NJ 07092   
        Tel. 908-789-8900  Fax:  908-789-8922 
 
 
 
 
 
 

DATA REPORTING QUALIFIERS- ORGANIC 
 

 
 
 

For reporting results, the following “ Results Qualifiers” are used: 
 
 
Value  If the result is a value greater than or equal to the detection limit, report the value 
 
U Indicates the compound was analyzed for but was not detected.   Report the 

minimum detection limit for the sample with the U, i.e. “10 U”.  This is not 
necessarily the instrument detection limit attainable for this particular sample 
based on any concentration or dilution that may have been required. 

 
J  Indicates an estimated value.  This flag is used: 

(1) When estimating a concentration for a tentatively identified compound 
(library search hits, where a 1:1 response is assumed.) 

(2) When the mass spectral data indicated the identification, however the result 
was less than the specified detection limit greater than zero.  If the detection 
limit was 10ug/L  and a concentration of 3 ug/L was calculated report as 3 J.  
This is flag is used when similar situation arise on any organic parameter i.e. 
Pest, PCB and others. 

B  Indicates the analyte was found in the blank as well as the sample report as  
“12 B”. 

 
E Indicates the analyte ‘s concentration exceeds the calibrated range of the 

instrument for that specific analysis. 
   
D This flag identifies all compounds identified in an analysis at a secondary 

dilution factor. 
 
P This flag is used for Pesticide/PCB target analyte when there is >25% difference for 

detected concentrations between the two GC columns.  The lower of the two values is 
reported on Form 1 and flagged with a “P”. 

 
N This flag indicates presumptive evidence of a compound.  This is only used for 

tentatively identified compounds (TICs), where the identification is based on a 
mass spectral library search.  It applies to all TIC results.  For generic 
characterization of a TIC, such as chlorinated hydrocarbon, the flag is not used. 

 
A This flag indicates that  a Tentatively Identified Compound is a suspected 

aldol-condensation product. 
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CHEMTECH 284 Sheffield Street, Mountainside New Jersey 07092 
NEW JERSEY LAB ID#: 20012: NEW YORK LAB ID#: 11376 

 
GC ANALYSIS CONFORMANCE/NON-CONFORMANCE SUMMARY 

 
 
CHEMTECH PROJECT NUMBER: z4923 
 

MATRIX: Water/soil 

METHOD: SOM01.2 
 

 

              
      

  NA NO YES 
1. Chromatograms Labeled/Compounds Identified. 

 
   

2. Standard Summary Submitted. 
 

   
3. Calibration - Initial Calibration performed within 30 days before sample analysis and 

continuing calibration performed within 24 hours of sample analysis, 12 HOURS IF 
8000 SERIES METHOD. 
 

   

 4. Blank Contamination - If yes, list compounds and concentrations in each blank: 
 

    
 5. Surrogate Recoveries Meet Criteria  

 
If not met, list those compounds and their recoveries which fall outside the acceptable 
ranges. 
 
The Surrogate recoveries met the acceptable criteria except for AOC4-1A[0.0-0.5] and 
AOC4-2A[0.0-0.5]DL.  
 

   

 6. Matrix Spike/Matrix Spike Duplicate Recoveries Meet Criteria 
 
If not met, list those compounds and their recoveries which fall outside the acceptable 
range. 
 
The MS recoveries met the requirements for all compounds except for Endrin and 4,4-
DDT.  The MSD recoveries met the acceptable requirements except for 4,4-DDT and 
Endrin.  
 

   

7. Retention Time Shift Meet Criteria (if applicable) 
 
Comments:  
 

   

8. Extraction Holding Time Met       
 
If not met, list number of days exceeded for each sample: 
 

   

9. Analysis Holding Time Met       
 
If not met, list those compounds and their recoveries which fall outside the acceptable 
range. 
 

   

ADDITIONAL COMMENTS:  

Delta-BHC and Endrin-ketone showed high recoveries in INDBCS3BP70014  but it is not present  in 
the sample. Samples AOC4-1B[4.5-5.0] and AOC4-2A[0.0-0.5 were diluted due to high 
concentrations.  
_______________________________________     
QA REVIEW         
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Comment Status
1 HEXANE P7028579.D  Ok

2 HEXANE P7028580.D  Ok

3 RSCHKP70001 P7028581.D RESC01 Ok

4 PEMP70001 P7028582.D PEM01 Ok

5 TOX0500P70001 P7028583.D TOXAPH101 Ok

6 TOX1000P70002 P7028584.D TOXAPH201 Ok

7 TOX2000P70003 P7028585.D TOXAPH301 Ok

8 TOX4000P70004 P7028586.D TOXAPH401 Ok

9 TOX8000P70005 P7028587.D TOXAPH501 Ok

10 INDACS1AP70001 P7028588.D INDA101 Ok

11 INDBCS1BP70002 P7028589.D INDB101 Ok

12 INDACS2AP70003 P7028590.D INDA201 Ok

13 INDBCS2BP70004 P7028591.D INDB201 Ok

14 INDACS3AP70005 P7028592.D INDA301 Ok

15 INDBCS3BP70006 P7028593.D INDB301 Ok

16 INDACS4AP70007 P7028594.D INDA401 Ok

17 INDBCS4BP70008 P7028595.D INDB401 Ok

18 INDACS5AP70009 P7028596.D INDA501 Ok

19 INDBCS5BP70010 P7028597.D INDB501 Ok

20 PIBLKP70001 P7028598.D PIBLK01 Ok

21 PEMP70002 P7028599.D PEM02 Ok

278



CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Comment Status
22 50 PPB 245TP STD P7028600.D  Ok

23 FLORISIL BLK P7028601.D FLO607290-BM Ok

24 FLORISIL BS P7028602.D FLO607290-BM Ok

25 PB37222BL P7028603.D  Ok

26 PB37222BS P7028604.D  Ok

27 Z4932-04 P7028605.D  Ok

28 Z4932-05 P7028606.D  Ok

29 Z4932-06MS P7028607.D  Ok,M

30 Z4932-07MSD P7028608.D  Ok,M

31 Z4932-08 P7028609.D  Ok

32 Z4932-09 P7028610.D  Ok

33 Z4932-10 P7028611.D  Ok

34 Z4932-11 P7028612.D  Ok

35 Z4932-12 P7028613.D  Ok

36 Z4932-13 P7028614.D  Ok

37 Z4932-14 P7028615.D  Ok

38 PIBLKP70002 P7028616.D PIBLK02 Ok

39 INDACS3AP70011 P7028617.D INDA302 Ok

40 INDBCS3BP70012 P7028618.D INDB302 Ok

41 PB37180BL P7028619.D  Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Comment Status
42 PB37180BS P7028620.D  Ok

43 Z4920-03 P7028621.D  Ok

44 Z4920-04 P7028622.D  Dilution

45 Z4920-04 10X P7028623.D needs 20x for DDT Dilution

46 Z4920-05 P7028624.D  Ok

47 Z4920-06 P7028625.D  Ok,M

48 Z4920-07 P7028626.D  Ok

49 Z4920-08 P7028627.D  Ok,M

50 Z4920-08 10X P7028628.D prep mistake Not Ok

51 Z4920-09MS P7028629.D  Ok,M

52 Z4920-10MSD P7028630.D  Ok,M

53 Z4920-11 P7028631.D  Ok

54 Z4920-12 P7028632.D  Ok

55 Z4920-13 P7028633.D  Ok

56 PIBLKP70003 P7028634.D PIBLK03 Ok

57 PEMP70003 P7028635.D PEM03 Ok

58 PB37181BL P7028636.D  Ok

59 PB37181BS P7028637.D  Ok,M

60 Z4923-01 P7028638.D  Ok

61 Z4923-02 P7028639.D needs 10x Dilution
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Comment Status
62 Z4923-03 P7028640.D needs 20x Dilution

63 Z4923-04 P7028641.D  Ok

64 Z4923-05 P7028642.D  Ok

65 Z4923-06 P7028643.D  Ok,M

66 Z4923-07 P7028644.D  Ok

67 Z4923-08 P7028645.D  Ok

68 Z4923-09 P7028646.D  Ok

69 Z4923-10 P7028647.D  Ok

70 Z4923-11 P7028648.D  Ok

71 Z4923-12 P7028649.D  Ok

72 Z4923-13 P7028650.D  Ok

73 PIBLKP70004 P7028651.D PIBLK04 Ok

74 INDACS3AP70013 P7028652.D INDA303 Ok

75 INDBCS3BP70014 P7028653.D INDB303 Ok

76 Z4923-14 P7028654.D  Ok

77 Z4923-15 P7028655.D  Ok

78 Z4923-16 P7028656.D  Ok

79 Z4923-02MS P7028657.D  Ok

80 Z4923-02MSD P7028658.D  Ok

81 PIBLKP70005 P7028659.D PIBLK05 Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Comment Status
82 PEMP70004 P7028660.D PEM04 Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Date-Time Operator Status
1 HEXANE P7028579.D 27 Oct 2008 13:39 JJ Ok

2 HEXANE P7028580.D 27 Oct 2008 13:53 JJ Ok

3 RSCHKP70001 P7028581.D 27 Oct 2008 14:07 JJ Ok

4 PEMP70001 P7028582.D 27 Oct 2008 14:22 JJ Ok

5 TOX0500P70001 P7028583.D 27 Oct 2008 14:36 JJ Ok

6 TOX1000P70002 P7028584.D 27 Oct 2008 14:51 JJ Ok

7 TOX2000P70003 P7028585.D 27 Oct 2008 15:05 JJ Ok

8 TOX4000P70004 P7028586.D 27 Oct 2008 15:20 JJ Ok

9 TOX8000P70005 P7028587.D 27 Oct 2008 15:34 JJ Ok

10 INDACS1AP70001 P7028588.D 27 Oct 2008 15:48 JJ Ok

11 INDBCS1BP70002 P7028589.D 27 Oct 2008 16:02 JJ Ok

12 INDACS2AP70003 P7028590.D 27 Oct 2008 16:16 JJ Ok

13 INDBCS2BP70004 P7028591.D 27 Oct 2008 16:31 JJ Ok

14 INDACS3AP70005 P7028592.D 27 Oct 2008 16:46 JJ Ok

15 INDBCS3BP70006 P7028593.D 27 Oct 2008 17:00 JJ Ok

16 INDACS4AP70007 P7028594.D 27 Oct 2008 17:14 JJ Ok

17 INDBCS4BP70008 P7028595.D 27 Oct 2008 17:28 JJ Ok

18 INDACS5AP70009 P7028596.D 27 Oct 2008 17:43 JJ Ok

19 INDBCS5BP70010 P7028597.D 27 Oct 2008 17:57 JJ Ok

20 PIBLKP70001 P7028598.D 27 Oct 2008 18:11 JJ Ok

21 PEMP70002 P7028599.D 27 Oct 2008 18:26 JJ Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Date-Time Operator Status
22 50 PPB 245TP STD P7028600.D 27 Oct 2008 19:25 JJ Ok

23 FLORISIL BLK P7028601.D 27 Oct 2008 19:40 JJ Ok

24 FLORISIL BS P7028602.D 27 Oct 2008 19:54 JJ Ok

25 PB37222BL P7028603.D 27 Oct 2008 20:08 JJ Ok

26 PB37222BS P7028604.D 27 Oct 2008 20:23 JJ Ok

27 Z4932-04 P7028605.D 27 Oct 2008 20:37 JJ Ok

28 Z4932-05 P7028606.D 27 Oct 2008 20:51 JJ Ok

29 Z4932-06MS P7028607.D 27 Oct 2008 21:05 JJ Ok,M

30 Z4932-07MSD P7028608.D 27 Oct 2008 21:19 JJ Ok,M

31 Z4932-08 P7028609.D 27 Oct 2008 21:34 JJ Ok

32 Z4932-09 P7028610.D 27 Oct 2008 21:48 JJ Ok

33 Z4932-10 P7028611.D 27 Oct 2008 22:02 JJ Ok

34 Z4932-11 P7028612.D 27 Oct 2008 22:16 JJ Ok

35 Z4932-12 P7028613.D 27 Oct 2008 22:30 JJ Ok

36 Z4932-13 P7028614.D 27 Oct 2008 22:45 JJ Ok

37 Z4932-14 P7028615.D 27 Oct 2008 22:59 JJ Ok

38 PIBLKP70002 P7028616.D 27 Oct 2008 23:13 JJ Ok

39 INDACS3AP70011 P7028617.D 27 Oct 2008 23:28 JJ Ok

40 INDBCS3BP70012 P7028618.D 27 Oct 2008 23:42 JJ Ok

41 PB37180BL P7028619.D 27 Oct 2008 23:56 JJ Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Date-Time Operator Status
42 PB37180BS P7028620.D 28 Oct 2008 00:10 JJ Ok

43 Z4920-03 P7028621.D 28 Oct 2008 00:25 JJ Ok

44 Z4920-04 P7028622.D 28 Oct 2008 00:39 JJ Dilution

45 Z4920-04 10X P7028623.D 28 Oct 2008 00:53 JJ Dilution

46 Z4920-05 P7028624.D 28 Oct 2008 1:07 JJ Ok

47 Z4920-06 P7028625.D 28 Oct 2008 1:21 JJ Ok,M

48 Z4920-07 P7028626.D 28 Oct 2008 1:35 JJ Ok

49 Z4920-08 P7028627.D 28 Oct 2008 1:50 JJ Ok,M

50 Z4920-08 10X P7028628.D 28 Oct 2008 2:04 JJ Not Ok

51 Z4920-09MS P7028629.D 28 Oct 2008 2:18 JJ Ok,M

52 Z4920-10MSD P7028630.D 28 Oct 2008 2:32 JJ Ok,M

53 Z4920-11 P7028631.D 28 Oct 2008 2:46 JJ Ok

54 Z4920-12 P7028632.D 28 Oct 2008 3:01 JJ Ok

55 Z4920-13 P7028633.D 28 Oct 2008 3:15 JJ Ok

56 PIBLKP70003 P7028634.D 28 Oct 2008 3:29 JJ Ok

57 PEMP70003 P7028635.D 28 Oct 2008 3:43 JJ Ok

58 PB37181BL P7028636.D 28 Oct 2008 3:57 JJ Ok

59 PB37181BS P7028637.D 28 Oct 2008 4:11 JJ Ok,M

60 Z4923-01 P7028638.D 28 Oct 2008 4:26 JJ Ok

61 Z4923-02 P7028639.D 28 Oct 2008 4:41 JJ Dilution
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Date-Time Operator Status
62 Z4923-03 P7028640.D 28 Oct 2008 4:55 JJ Dilution

63 Z4923-04 P7028641.D 28 Oct 2008 5:09 JJ Ok

64 Z4923-05 P7028642.D 28 Oct 2008 5:23 JJ Ok

65 Z4923-06 P7028643.D 28 Oct 2008 5:37 JJ Ok,M

66 Z4923-07 P7028644.D 28 Oct 2008 5:52 JJ Ok

67 Z4923-08 P7028645.D 28 Oct 2008 6:06 JJ Ok

68 Z4923-09 P7028646.D 28 Oct 2008 6:21 JJ Ok

69 Z4923-10 P7028647.D 28 Oct 2008 6:35 JJ Ok

70 Z4923-11 P7028648.D 28 Oct 2008 6:50 JJ Ok

71 Z4923-12 P7028649.D 28 Oct 2008 7:04 JJ Ok

72 Z4923-13 P7028650.D 28 Oct 2008 7:19 JJ Ok

73 PIBLKP70004 P7028651.D 28 Oct 2008 7:33 JJ Ok

74 INDACS3AP70013 P7028652.D 28 Oct 2008 7:47 JJ Ok

75 INDBCS3BP70014 P7028653.D 28 Oct 2008 8:02 JJ Ok

76 Z4923-14 P7028654.D 28 Oct 2008 8:16 JJ Ok

77 Z4923-15 P7028655.D 28 Oct 2008 8:31 JJ Ok

78 Z4923-16 P7028656.D 28 Oct 2008 8:45 JJ Ok

79 Z4923-02MS P7028657.D 28 Oct 2008 8:59 JJ Ok

80 Z4923-02MSD P7028658.D 28 Oct 2008 9:13 JJ Ok

81 PIBLKP70005 P7028659.D 28 Oct 2008 9:28 JJ Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk GCP7898 Initial Calibration Stds GCP7048,49,51,7886-97
CCC GCP7887,91 SubDirectory p7102708

Internal Standard/PEM GCP7860 HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818 HP Processing Method P7102708,7TX102708

Sr# SampleId/DILF Data File Name Date-Time Operator Status
82 PEMP70004 P7028660.D 28 Oct 2008 9:42 JJ Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Comment Status
1 PIBLKP70007 P7028731.D PIBLK07 Ok

2 PEMP70005 P7028732.D PEM05 Ok

3 PB37176BL P7028733.D  Ok

4 PB37176BS P7028734.D  Ok

5 Z4920-01 P7028735.D  Ok

6 Z4923-17 P7028736.D  Ok

7 Z4923-18 P7028737.D  Ok

8 Z4923-19 P7028738.D  Ok

9 Z4932-02 P7028739.D  Ok

10 Z4932-03 P7028740.D  Ok

11 Z4923-02 10X P7028741.D needs 20x Not Ok

12 Z4923-03 20X P7028742.D needs 200x Not Ok

13 PIBLKP70008 P7028743.D PIBLK08 Ok

14 INDACS3AP70018 P7028744.D INDA305 Ok

15 INDBCS3BP70019 P7028745.D INDB305 Ok

16 Z4923-02 20X P7028746.D  Ok,M

17 Z4923-03 200X P7028747.D  Ok

18 PIBLKP70009 P7028748.D PIBLK09 Ok

19 PEMP70006 P7028749.D PEM06 Ok

20 SPIKE TEST P7028750.D  Not Ok

21 HEXANE P7028751.D  Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Comment Status
22 I.BLK P7028752.D  Ok

23 PEM P7028753.D  Ok,M

24 RESCHK P7028754.D  Ok

25 100PPB PEST P7028755.D  Ok

26 75PPB PEST P7028756.D  Ok,M

27 50PPB PEST P7028757.D  Ok

28 25PPB PEST P7028758.D  Ok

29 5PPB PEST P7028759.D  Ok,M

30 10PPB PEST P7028760.D Not required Not Ok

31 TOX 500 P7028761.D  Ok

32 CHLOR 500 P7028762.D  Ok

33 STD 50 ICV P7028763.D  Ok

34 TOX 500 ICV P7028764.D  Ok

35 CHLOR 500 ICV P7028765.D  Ok

36 HEXANE P7028766.D  Ok

37 HEXANE P7028767.D  Ok

38 I.BLK P7028768.D  Ok

39 PEM P7028769.D  Ok,M

40 STD 50 P7028770.D  Ok

41 PB37406BL P7028771.D  Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Comment Status
42 PB37406BS P7028772.D  Ok

43 PB37406TB P7028773.D  Ok

44 PB37387BL P7028774.D  Ok

45 PB37387BS P7028775.D  Ok

46 Z5122-07 P7028776.D  Not Ok

47 Z5122-06 P7028777.D  Ok

48 Z5122-07 P7028778.D  Ok

49 Z5034-08 2X P7028779.D  Ok,M

50 Z5047-01 P7028780.D  Ok,M

51 I.BLK P7028781.D  Ok

52 STD 50 P7028782.D  Ok

53 Z5047-02 10X P7028783.D  Ok,M

54 Z5047-03 P7028784.D  Ok,M

55 Z5063-01 P7028785.D DCB high and TCMX failing. Confirms

56 Z5063-02 P7028786.D DCB high. Confirms

57 Z5063-03 P7028787.D DCB high. Confirms

58 Z5063-04 P7028788.D DCB high. Confirms

59 Z4951-06RE P7028789.D DCB low. Confirms

60 Z4951-08RE P7028790.D DCB low. Confirms

61 Z4951-12RE P7028791.D DCB low. Confirms
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Comment Status
62 HEXANE P7028792.D  Ok

63 I.BLK P7028793.D  Ok

64 PEM P7028794.D  Ok,M

65 STD 50 P7028795.D  Ok

66 Z5062-01 10X P7028796.D 2nd col was used for DCB. Ok,M

67 Z5062-02 10X P7028797.D 2nd col was used for DCB. Ok,M

68 Z5062-03 10X P7028798.D 2nd col was used for DCB. Ok,M

69 Z5062-04 10X P7028799.D 2nd col was used for DCB. Ok,M

70 Z5062-05 10X P7028800.D 2nd col was used for DCB. Ok,M

71 Z5062-06 10X P7028801.D 2nd col was used for DCB. Ok,M

72 Z5062-07 10X P7028802.D 2nd col was used for TCMX & DCB Ok,M

73 Z5062-08 10X P7028803.D 2nd col was used for DCB. Ok,M

74 HEXANE P7028804.D  Ok

75 HEXANE P7028805.D  Ok

76 I.BLK P7028806.D  Ok

77 STD 50 P7028807.D  Ok,M

78 Z5062-09 10X P7028808.D 2nd col was used for DCB. Ok,M

79 Z5062-10 10X P7028809.D 2nd col was used for DCB. Ok,M

80 Z5062-11 10X P7028810.D 2nd col was used for DCB. Ok

81 Z5034-01 10X P7028811.D 2nd col was used for DCB. Ok,M
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Comment Status
82 Z5034-02 10X P7028812.D 2nd col was used for DCB. Ok,M

83 Z5034-03 10X P7028813.D 2nd col was used for DCB. Ok,M

84 Z5034-04 10X P7028814.D 2nd col was used for DCB. Ok,M

85 Z5034-05 10X P7028815.D 2nd col was used for DCB. Ok,M

86 HEXANE P7028816.D  Ok

87 I.BLK P7028818.D  Ok

88 STD 50 P7028819.D  Ok

89 Z5034-06 10X P7028820.D 2nd col was used for DCB. Ok,M

90 Z5034-07 10X P7028821.D 2nd col was used for DCB. Ok,M

91 Z5034-09 P7028822.D 10X,100X. Saturated peaks. Not Ok

92 Z5034-10 P7028823.D 2nd col was used for DCB. Ok,M

93 Z5034-11 10X P7028824.D 2nd col was used for DCB. Ok,M

94 Z5034-01MS 10X P7028825.D Some compounds are failing low/high. Ok,M

95 Z5034-01MSD 10X P7028826.D Some compounds are failing low/high. Ok,M

96 Z5047-01MS P7028827.D Some compounds are undetected. Ok,M

97 Z5047-01MSD P7028828.D Some compounds are undetected. Ok,M

98 HEXANE P7028829.D  Ok

99 I.BLK P7028830.D  Ok

100 STD 50 P7028831.D  Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Comment Status
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Date-Time Operator Status
1 PIBLKP70007 P7028731.D 29 Oct 2008 11:33 LH Ok

2 PEMP70005 P7028732.D 29 Oct 2008 11:47 LH Ok

3 PB37176BL P7028733.D 29 Oct 2008 12:17 LH Ok

4 PB37176BS P7028734.D 29 Oct 2008 12:31 LH Ok

5 Z4920-01 P7028735.D 29 Oct 2008 12:46 LH Ok

6 Z4923-17 P7028736.D 29 Oct 2008 13:00 LH Ok

7 Z4923-18 P7028737.D 29 Oct 2008 13:14 LH Ok

8 Z4923-19 P7028738.D 29 Oct 2008 13:29 LH Ok

9 Z4932-02 P7028739.D 29 Oct 2008 13:44 LH Ok

10 Z4932-03 P7028740.D 29 Oct 2008 13:58 LH Ok

11 Z4923-02 10X P7028741.D 29 Oct 2008 14:13 LH Not Ok

12 Z4923-03 20X P7028742.D 29 Oct 2008 14:27 LH Not Ok

13 PIBLKP70008 P7028743.D 29 Oct 2008 14:42 LH Ok

14 INDACS3AP70018 P7028744.D 29 Oct 2008 14:56 LH Ok

15 INDBCS3BP70019 P7028745.D 29 Oct 2008 15:10 LH Ok

16 Z4923-02 20X P7028746.D 29 Oct 2008 15:50 LH Ok,M

17 Z4923-03 200X P7028747.D 29 Oct 2008 16:05 LH Ok

18 PIBLKP70009 P7028748.D 29 Oct 2008 16:19 LH Ok

19 PEMP70006 P7028749.D 29 Oct 2008 16:33 LH Ok

20 SPIKE TEST P7028750.D 29 Oct 2008 17:32 LH Not Ok

21 HEXANE P7028751.D 29 Oct 2008 19:15 LH Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Date-Time Operator Status
22 I.BLK P7028752.D 29 Oct 2008 19:43 LH Ok

23 PEM P7028753.D 29 Oct 2008 19:57 LH Ok,M

24 RESCHK P7028754.D 29 Oct 2008 20:12 LH Ok

25 100PPB PEST P7028755.D 29 Oct 2008 21:02 LH Ok

26 75PPB PEST P7028756.D 29 Oct 2008 21:17 LH Ok,M

27 50PPB PEST P7028757.D 29 Oct 2008 21:31 LH Ok

28 25PPB PEST P7028758.D 29 Oct 2008 21:46 LH Ok

29 5PPB PEST P7028759.D 29 Oct 2008 22:01 LH Ok,M

30 10PPB PEST P7028760.D 29 Oct 2008 22:16 LH Not Ok

31 TOX 500 P7028761.D 29 Oct 2008 22:45 LH Ok

32 CHLOR 500 P7028762.D 29 Oct 2008 23:00 LH Ok

33 STD 50 ICV P7028763.D 29 Oct 2008 23:14 LH Ok

34 TOX 500 ICV P7028764.D 29 Oct 2008 23:29 LH Ok

35 CHLOR 500 ICV P7028765.D 29 Oct 2008 23:44 LH Ok

36 HEXANE P7028766.D 29 Oct 2008 23:58 LH Ok

37 HEXANE P7028767.D 30 Oct 2008 00:13 LH Ok

38 I.BLK P7028768.D 30 Oct 2008 00:27 LH Ok

39 PEM P7028769.D 30 Oct 2008 00:42 LH Ok,M

40 STD 50 P7028770.D 30 Oct 2008 00:57 LH Ok

41 PB37406BL P7028771.D 30 Oct 2008 1:11 LH Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Date-Time Operator Status
42 PB37406BS P7028772.D 30 Oct 2008 1:26 LH Ok

43 PB37406TB P7028773.D 30 Oct 2008 1:40 LH Ok

44 PB37387BL P7028774.D 30 Oct 2008 1:55 LH Ok

45 PB37387BS P7028775.D 30 Oct 2008 2:10 LH Ok

46 Z5122-07 P7028776.D 30 Oct 2008 2:24 LH Not Ok

47 Z5122-06 P7028777.D 30 Oct 2008 2:39 LH Ok

48 Z5122-07 P7028778.D 30 Oct 2008 2:54 LH Ok

49 Z5034-08 2X P7028779.D 30 Oct 2008 3:08 LH Ok,M

50 Z5047-01 P7028780.D 30 Oct 2008 3:23 LH Ok,M

51 I.BLK P7028781.D 30 Oct 2008 3:37 LH Ok

52 STD 50 P7028782.D 30 Oct 2008 3:52 LH Ok

53 Z5047-02 10X P7028783.D 30 Oct 2008 4:07 LH Ok,M

54 Z5047-03 P7028784.D 30 Oct 2008 4:21 LH Ok,M

55 Z5063-01 P7028785.D 30 Oct 2008 4:36 LH Confirms

56 Z5063-02 P7028786.D 30 Oct 2008 4:51 LH Confirms

57 Z5063-03 P7028787.D 30 Oct 2008 5:05 LH Confirms

58 Z5063-04 P7028788.D 30 Oct 2008 5:20 LH Confirms

59 Z4951-06RE P7028789.D 30 Oct 2008 5:34 LH Confirms

60 Z4951-08RE P7028790.D 30 Oct 2008 5:49 LH Confirms

61 Z4951-12RE P7028791.D 30 Oct 2008 6:04 LH Confirms
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Date-Time Operator Status
62 HEXANE P7028792.D 30 Oct 2008 6:18 LH Ok

63 I.BLK P7028793.D 30 Oct 2008 6:33 LH Ok

64 PEM P7028794.D 30 Oct 2008 6:47 LH Ok,M

65 STD 50 P7028795.D 30 Oct 2008 7:02 LH Ok

66 Z5062-01 10X P7028796.D 30 Oct 2008 7:17 LH Ok,M

67 Z5062-02 10X P7028797.D 30 Oct 2008 7:31 LH Ok,M

68 Z5062-03 10X P7028798.D 30 Oct 2008 7:46 LH Ok,M

69 Z5062-04 10X P7028799.D 30 Oct 2008 8:00 LH Ok,M

70 Z5062-05 10X P7028800.D 30 Oct 2008 8:15 LH Ok,M

71 Z5062-06 10X P7028801.D 30 Oct 2008 8:30 LH Ok,M

72 Z5062-07 10X P7028802.D 30 Oct 2008 8:44 LH Ok,M

73 Z5062-08 10X P7028803.D 30 Oct 2008 8:59 LH Ok,M

74 HEXANE P7028804.D 30 Oct 2008 9:14 LH Ok

75 HEXANE P7028805.D 30 Oct 2008 9:28 LH Ok

76 I.BLK P7028806.D 30 Oct 2008 9:43 LH Ok

77 STD 50 P7028807.D 30 Oct 2008 9:57 LH Ok,M

78 Z5062-09 10X P7028808.D 30 Oct 2008 10:12 LH Ok,M

79 Z5062-10 10X P7028809.D 30 Oct 2008 10:27 LH Ok,M

80 Z5062-11 10X P7028810.D 30 Oct 2008 10:41 LH Ok

81 Z5034-01 10X P7028811.D 30 Oct 2008 10:56 LH Ok,M
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Date-Time Operator Status
82 Z5034-02 10X P7028812.D 30 Oct 2008 11:11 LH Ok,M

83 Z5034-03 10X P7028813.D 30 Oct 2008 11:26 LH Ok,M

84 Z5034-04 10X P7028814.D 30 Oct 2008 11:40 LH Ok,M

85 Z5034-05 10X P7028815.D 30 Oct 2008 11:55 LH Ok,M

86 HEXANE P7028816.D 30 Oct 2008 12:10 LH Ok

87 I.BLK P7028818.D 30 Oct 2008 12:39 LH Ok

88 STD 50 P7028819.D 30 Oct 2008 12:54 LH Ok

89 Z5034-06 10X P7028820.D 30 Oct 2008 13:11 LH Ok,M

90 Z5034-07 10X P7028821.D 30 Oct 2008 13:26 LH Ok,M

91 Z5034-09 P7028822.D 30 Oct 2008 13:40 LH Not Ok

92 Z5034-10 P7028823.D 30 Oct 2008 13:55 LH Ok,M

93 Z5034-11 10X P7028824.D 30 Oct 2008 14:10 LH Ok,M

94 Z5034-01MS 10X P7028825.D 30 Oct 2008 14:24 LH Ok,M

95 Z5034-01MSD 10X P7028826.D 30 Oct 2008 14:39 LH Ok,M

96 Z5047-01MS P7028827.D 30 Oct 2008 14:54 LH Ok,M

97 Z5047-01MSD P7028828.D 30 Oct 2008 15:08 LH Ok,M

98 HEXANE P7028829.D 30 Oct 2008 15:23 LH Ok

99 I.BLK P7028830.D 30 Oct 2008 15:37 LH Ok

100 STD 50 P7028831.D 30 Oct 2008 15:51 LH Ok
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CHEMTECH 284 Sheffield Street, Mountainside NJ 07092 (908) 789-8900
Daily Analysis Runlog For Instrument ID # ECD7

STD. NAME STD REF.# STD. NAME STD REF.#

Review By ugo Review On 10/30/2008 12:00:00 AM

Tune/Reschk N/A /GCS1499 (RESCHK) Initial Calibration Stds N/A / GCP7902-7906
CCC GCP7887,91/GCP7904 SubDirectory p7102908

Internal Standard/PEM GCP7860/GCS1520 (PEM) HP Acquire Method CLPNEWMOON

ICV/I.BLK GCP7818/GCP7735 HP Processing Method P7102708/P7102908

Sr# SampleId/DILF Data File Name Date-Time Operator Status
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LABORATORY CERTIFICATION 

STATE License No. 

New Jersey 20012 

New York 11376 

Florida E87935 

Maryland 296 

Massachusetts M-NJ503 

Oklahoma 9705 

Rhode Island LAO00259 

Connecticut PH-0649 

Maine NJ0503 

Pennsylvania 68-548 
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